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X-ray emission spectroscopy using focused electron beams to excite the thin specimens
provides elemental analysis with very high spatial resolution. The lithium-drifted silicon energy-
dispersive spectrometer (EDS) is the only x-ray detector widely used in the analytical electron
microscope (AEM). Future AEMs may employ an intrinsic germanium EDS detector to detect
heavy element K-lines in addition to a Si(Li) detector optimized to detect the light elements such as
0, N. C, B, and possibly Be. The advantages of the wavelength-dispersive crystal spectrometer
(WDS) complement those of EDS detectors and may be useful in an AEM optimized for high
spatial resolution x-ray emission spectroscopy.

1. Introduction

X-rays may be generated within small volumes of a specimen from excitation by electrons,
protons, or ions. Electron excitation of characteristic x-rays from very thin specimens provides the
highest available spatial resolution of x-ray emission spectroscopy (XES) {1-2]. This review will
cover only x-ray spectrometers and detectors compatible with the transmission electron microscope
(TEM) or other electron optical instruments such as the scanning electron microscope (SEM) and
the electron probe microanalyzer (EPMA). An x-ray spectrometer integrated with a TEM or a
scanning transmission electron microscope (STEM) is an important form of the analytical electron
microscope (AEM), and as such is the instrument of choice for providing x-ray emission
spectrometry with the highest available spatial resolution.

The x-ray spectrometer based on a diffracting crystal of known d-value was devised by W.
H. Bragg in 1913. In principle, this is the same device used today known as the wavelength-
dispersive spectrometer (WDS). X-ray detector technology has progressed considerably in 75
years, from the ionization chamber that Bragg used on his original spectrometer to the
semiconductor detectors used on some WDS units today. Note that in the WDS case the detector
need only detect x-rays since the dispersion of their wavelengths or energies is accomplished by
the analyzing crystal. The forerunner of the AEM, known as the electron microscope-
microanalyzer (EMMA) developed by Duncumb [3] employed a WDS system to analyze thin
specimens in a manner similar to that used by Castaing [4] to analyze bulk specimens. Hrwever,
with the development of a semiconductor energy-dispersive spectrometer (EDS) capable of
resolving characteristic peaks of first row transition elements [5], the EDS detector rapidly
appeared on both SEMs [6] and TEMs [7], and the EMMA system relying on WDS fell into
disuse. The EDS detector both detects x-rays and separates them according to energy. Moreover,
whereas the WDS analyzing crystal must be placed at a precise angle with respect to a narrow beam
of x-rays emanating from the specimen, the stationary EDS detector may be placed anywhere
within the small space around the specimen in order to best subtend a large solid angle of emitted

x-rays. The geometrical advantage in x-ray collection, about 102-103 greater than WDS, combined
with the ability to simultaneously detect x-rays over a wide energy range without mechanical



Systems now in use, discusses some of the difficulties encountered when incorporating these
Systems into electron microscopes, and Suggests ways in which these X-ray spectrometers might be
used in future applications,

2. Energy-Dispersive Spectrometers

The principles of operation and the performance characteristics of semiconductor EDS
detectors will be illustrated by considering the liquid m'trogcn-qooled lithium-drifted silicon

a) Si(Li) Detectors

Several previous reviews cover the principles of Si(Li) detectors in detai] [8-13]. Only a
brief summary is given here to describe the general characteristics of semiconductor EDS systems.

(about 1016 coulomb) s amplified in a low-noise, high-gain field effect transistor (FET)
preamplifier near the detector crystal and further amplified and conditioned in a main amplifier
located outside the LN; cryostat. The measured pulse Tepresenting a specific energy is then
digitized and stored in a channel assigned to that energy in a multichannel analyzer (MCA).



noise reduction, in particular, the detector is often fabricated with grooves on the backside to
reduce surface leakage currents between electrodes.

The Detection Process. Incident x-rays passing through the Be window and the gold
contact layer (typically 15 nm) are absorbed in either the 'dead’ layer of uncompensated p-type Si
or in the active layer of Li-compensated Si. An x-ray reaching the active volume of Li-
compensated Si creates electron-hole pairs in a number proportional to its energy. The x-ray
ionizes a silicon Is (K-shell) electron and transfers all its energy, less the K-shell ionization
energy, to this photoelectron which travels through the lattice creating more electron-hole pairs
each time it is scattered until it comes to rest. The ionized Si atom returns to the ground state by
emitting either an Auger electon or a Si Kq x-ray. The Auger electron also creates electron-hole
pairs, while the x-ray deposits its encrgy by the same process as the incoming x-ray. Ideally, the
entire energy of the incoming x-ray is converted into electron-hole pairs, and the incoming photon
will be registered in the correct energy channel of the MCA.

Artifacts from the Detection Process. This detection process is not perfect and
several spectral artifacts arise as other events take place. First, if the initial ionization of a Si atom
takes place near the front surface of the active layer there is a probability that the emitted Si K x-
ray can escape the detector. [n this case. energy equal to the Si Ky x-ray (1.74 keV) will be lost
from a strong x-ray peak at energy E but show up in a small peak, called the Si escape peak, at
energy E - 1.74 keV. Its macnitude vanes trom about 1.8% of the parent peak at the phosphorus
K-line t0 0.01%% at the zinc K-line [ 14]. Secondly, if the incoming x-ray excites a Si K x-ray in
the thin 'dead’ layer between the goid contact and the intrinsic region, this intemnally generated x-
ray may travel into to the acuve laver and be measured as a St x-ray. The resuling small Si peak in
the spectrum 1s called the Si intemnati tluorescence peak. This peak may be present to an apparent
level of 0.2 wt%% Si even thoueh there 15 no Siin the sample under examination. Thirdly, loss of
electron-hole pairs may take piace through recombination at defect traps near the edges of the
detector and in the uncompensated p-type Si. This phenomenon, known as incomplete charge
collection (ICC), robs certain x-ray counts of some of their energy and causes low energy tails to
be displayed next to the peak. Current detector tabrication technology has reduced ICC etfects on
peak distortion to low levels tfor Si(Li) detectors.

Energy Resolution. The natural width of an x-ray line, about 2 eV, is broadened to
about 150 eV by the detection process. The tull-width-at-half-maximum (FWHM) energy
resolution of an EDS x-ray detector may be expressed as the quadrature sum of an electronic noise
contribution and an ionization statistics contribution:

FWHM2= AE. + 2.35VF € E)2 .

The electronic noise AE, consists mainly ot contmbutions from the FET itself (roughly 50%) and
the detector leakage current (about 25%) [9]. Tvpical electronic noise contributions are less than
100 eV [15] and may be as low as 40-60 eV [16]. The second term is a function of the incoming
x-ray energy E since the variation in the number of electron-hole pairs created in the detection of
photon energy E will increase at higher photon energies due to the statistical nature of the ionization
process. The Fano factor F is a material constant (~0.1 for Si) introduced to account for the fact
that the observed variance in ionization is less than the theoretcal statistical variance. The factor e
is the energy required to create an electron-hole pair (3.8 eV for Si). The distribution of pulses
produced ideally should be Gaussian in a high quality detector. As the energy of the x-ray line
increases, the width of this statistical distnibution also increases and the measured energy resolution
becomes poorer. Since the resolution vanes with x-ray line enerey, measurement of detector
resolution must be made at the same peak cnergy. Thus, the IEEE standard for detector resolution
measurement is the tull-width-at-half-maximum (F\WHM) of the Mn K peak generated by an Fe33
source. Typically Si(Li) detectors have a resolution ot ~140-160 ¢V, although ~127 eV has been
reported [16]. This vilue is very close to the theoretical limit (~120 eV) that would be obtained if
electronic noise were completely eliminated. Detector resolution is also a function of detector area
where larger detectors have poorer resolution because ot higher electronic noise from the increased



capacitance. Figure 2 shows an X-ray spectrum taken with a 30 mm2 windowless detector from a
100 nm thick sputtered Cr film [17].

Incomplete Charge Collection. Incomplete charge collection depends not only on the
thickness of the uncompensated p-type Si layer beneath the front surface of the detector, but also
upon the diffusion length of minority charge carriers (electrons) created within this layer. If these
carriers do not reach the INMrnsic region to be swept into the external circuit by the applied bias
field, the carriers will be lost and the pulse measured wil] contribute to the low energy tail rather
than to the main peak. Using Monte Carlo methods to model this effect Joy [18] predicted that the

ICC effect is grcatcr.than_XO% for all pcaks below Na K. For x-rays of oxygen, nitrogen, and

detectors are typcially in the range 150-250 nm [18. 20-21].

Trapping of charge carriers and recombination can also occur at defects in the Si or in the
thin oxide laver between the cold contact and the p-tvpe Si {18]. Craven et al [22] have found that
the effects of this wapping can be moditied by extemnal magnetic fields. Defects generated in these
regions also have been implicated as a cause of the performance degradation often observed after
exposure of the detector 10 a high tlux of encreenc electrons or x-rays, However, the details of
these phenomena are not understood.

Count Rate Limitations, The penalty paid for energy-dispersed 'parallel’ collection of
the entire x-ray spectrum in 4 compuct, non-moving device is a rather low count rate capability.
Output counts usually approximate 1o Input counts only up to about 2000 counts per second. The
main amplifier must process cach x-ray puise sequenually; thus, a second pulse entering the
detector before processing of an carlier puise 1s complete would result in the display of a pulse that
is the sum of the two pulse energies. Pulse processing times may be reduced only at the expense
of achievable energy resolution. Processing and shaping times can range from about 5-100 s,
depending on the panticular amplifier circuir used. To eliminate spurious sum peaks caused by
coincident and near-coincident pulses, a fast amplitier with an extremely short processing time (and
consequently very poor energy resolution) 1 used to identify coincidence events so they can be

occurs near 70% dead time.

Detection Efficiency. Collection etficiency is a most important detector parameter
when the highest spatial resolution is sought along with the least possible electron beam damage to
the specimen. Overall efficiency is defined as the X-ray count rate per electron incident on the
specimen, and this is deoendent on the etfective solid angle that the sensitive area of the detector
subtends with respect to the analysis area on the specimen, This solid angle may be increased by
increasing the detector area (sacrificing some encray resolution) and by positioning the detector as
close to the specimen as possible. Collection solid angles ot about (). | steradian have been
achieved for detectors with Be windows but higher valyes are possible with special detector
designs.

X-raysin the encrey range 5-20 KeV are detected with nearly 100% etficiency in a typical
Si(Li) detector. Below 5 keV X-rays entenng the detector are absorbed in the Be window, the gold
contact layer, and the silicon dead layer. The Be window causcs the most serious losses; for
example, an 8 wn Be window wil] reduce the intensity of 3 | keV X-ray to about 50% of its
onginal value. Clearly, the use of alternauve light-clement window materials, or removal of the



window altogether, will improve detection of the light elements dramatically (see ultra-thin window
and windowless detectors below).

Above 20 keV x-rays have enough energy to pass through the detector without being
absorbed or measured. The thickness of most Si(Li) detectors is 3 mm which provides 100%
efficiency out to nearly 20 keV. For 100 kV electron microscopes, this thickness is adequate since
x-rays of energy higher than 20 keV are not strongly excited. However, this situation forces the
analyst to use a combination of K-, L-, and M-lines to cover all the elements in the periodic table.
For some analyses it would be helpful to use K-lines instead of L- and M-lines for the heavier
elements (see intrinsic Ge detectors below).

Ultra-thin Window Detectors. Window materials that are less absorbing than Be are
often constructed of a thin polymer membrane such as parylene which is coated with a thin film of
aluminum to prevent the transmission of visible light from cathodoluminescent samples which
would also generate electron-hole pairs in the Si(Li) crystal. The best ultra-thin window (UTW)
systems can detect boron in samples containing significant amounts of the element. Unfortunately,
the conventional UTW is rather delicate and not able to withstand atmospheric pressure. This type
of detector must be withdrawn behind a vacuum isolation valve whenever the column is vented to
atmosphere. The extra valving required makes the UTW-EDS design more complex and
sometimes forces the detector to be positioned further from the specimen than a conventional Be
window detector, causing a loss of collection angle. Recent commercial developments have
resulted in proprietarv UTW materials capable ot withstanding atmospheric pressure while sall
transmitting boron K x-rays [23].

Windowless Detectors. Collection of low energy x-rays will be most efficient if the
window is completely removed. Windowless svstems were tried soon atter Si(Li) detectors were
first employed on electron microscopes | 24|, but microscope vacuums were relatively poor and the
detector surface contaminated rapidly. The windowless design is only viable in an ultra-high
vacuum (UHV) AEM where great care is taken to eliminate hydrocarbons and water vapor.
Nevertheless, over a period of time, even in an UHV environment, ice buildup will eventually
compromise the detector etficiency at the low end ot the spectrum. This ice layer can be removed
by warming the detector to a temperature high enough to sublime off the ice. By comparing the
ratio of the Ni-L line to the Ni-K line before and atter such a warmup, the ice layer on the surface
of a windowless detector after one year in UHV was found to be about 3 um thick (see Figure
3). Automatic in-situ heating devices now make this warmup process routine [17]. Evidence for
ice layers up to 12 um in sealed Be window detectors has been found by other methods [25].
With a windowless system and special amplification circuitry, Be K x-rays from solid Be have
been detected [26].

A comparison of x-ray transmission versus incoming x-ray energy for various detector
window materials is shown in Figure 4. Note that the efficiency of an ultra-thin window detector
is nearly as good as that of a windowless detector. Since one of the difficulties in using the
conventonal UTW is its extreme fragility, the advantage of the Kevex Quantum UTW, that may be
cycled to atmospheric pressure during a specimen change, is clear.

b) Intrinsic Germanium Detectors

Since it is possible to manufacture higher purity Ge than Si, a large intrinsic region can be
produced in this material without the need for Li compensation. A detector made of high purity
Ge (HPGe) has several advantages. The most obvious advantage is that Ge will absorb more high
energy x-rays for the same detector thickness than Si as shown in Figure 5. Thus, the K-lines of
heavy elements that are generated in AEMs operatung at 30X)-400 kV can be detected. Figure 6
shows the well-resolved K -lines of lead from a lead glass specimen [27]. Although in this case
the intensities are low, the use of K-lines for heavier elements has important consequences for
microanalysis. There are cases where Cliff-Lonimer sensitivity factors (k-factors) cannot be
conveniently measured from standards and must be calculated. The error in the calculation of k-
factors for K-lines 1s typically about one-third that tor L-lines [28§].



temperature mercuric iodide (Hgl,) detectors and associated near-room l€mperature ulra-low noise
preamplifiers has been underway for several years [32]. These detectors have now atuined a
resolution of 225 eV ar 5.9 key (33]. This room temperature performance is possible because the
relatively large 2.2 ey band gap of Hgl, (vs. 1.1 eV for Si) gives the material a high resistivity,
and thus a low leakage current at room temperature. The corollary to this, however, is that the
consequent higher energy required to create an electron-hole pair in Hgl, (4.2 eV) limits the
ultimate energy resolution to values considerably higher than those of Si(Li) detectors, To obtain
the best possible cenergy resolution, these detectors also require liquid nitrogen or thermoelectric
cooling. A serious drawback of these systems for use as EDS detectors in AEMs is the very small

encapsulated in a polymer or other material to prevent sublimation into the vacuum [34]. This type
of detector, however, may find use in centain applications where energy resolution and detector

d) Comparison of Semiconductor Detector Materials.

A comparison of the properties of these three types of semiconductor detector materials is
the better the ultimate E€nergy resolution of a particular detector, the
detector. The iG detector exhibits the best €nergy resolution since
the energy to create electron-hole pairs is the least of the three: however, since Ge has the smallest
band gap, leakage currents due 1o its lower resistivity will be more of a problem unless the detector
material itself is cooled to Jow témperatures. When the detector itself is carefully manufactured and
appropriately cooled, it is then the noise characteristics of the FET preamplifier (also cooled) that
most seriously limit the attainable energy resolution of IG detectors. The very successful Si(Li)
detector appears to be g good compromise.,



e) Pulse Processing Electronics.

All three detectors described above usually employ similar pulse processing and display
electronics. Completely electronic encrgy dispersion requires that the pulse processing electronics
maintain good energy resolution across the spectrum without peak shift or distortion, even at high
counting rates. To accompiish this all clectronic components beyond the detector crystal must have
low noise characteristics and must emplov some means of handling pulses that armive in rapid
succession.

Conventional Pulse Processors. After the energy of an x-ray photon is converted to
electron-hole pairs which are swept into the external circuit by the bias voltage, the charge-sensitive
FET preamplifier registers this charge as a step in a staircase of increasing charge. When no more
charge can be stored. counting is interrupted. and a light-emitting diode discharges the accumulated
charge to reset the amplifier. The main amplifier. commonly called a pulse processor, converts the
staircase wavetorm to a sequence of individual pulses which are passed to an analog-to-digital
converter (ADC). The digital pulses ot various heights (energies) are stored in a computer or MCA
and displayed as a number of pulses versus pulse energy of channel number, i.e., the x-ray
spectrum.

Improvements in these components have generally involved noise reduction in the FET and
schemes to rcject puises that enter the detector too close together in time to be properiy resolved as
separate pulses. The latter teature. known as pulse-pileup rejection, governs the maximum count
rate capability of the system. Generally, two amplifier channels are used. The slow channel uses a
long time constant to process each pulse with a high signal-to-noise ratio. and thus provides good
energy resolution for the peaks building up in the spectrum. If a second pulse reaches the slow
amplifier before the first pulse 1s completely processed. a sum pulse would be stored in the
spectrum. This undesirable etrect may be avoided by discarding both pulses and assuming that the
time associated with this process 1s part of the svstem 'dead’ time. To sense when pulses arrive
too close together to be resolved, a tast amplitier channel of short ime constant but poor energy
resolution is used. Most of the development in recent years has involved improvements in pulse-
pileup rejection at very low energies where 1t 1s difficult to discnminate a true low energy pulse
from the electronic noise peak [10].

Kandiah-Harwell Pulse Processor. Kundiah [35] designed an amplifier based on
the time-variant pulse processing approach. In this system a recognition channel senses the arrival
of a pulse and sets long time constants to provide a very high signal-to-noise rano and thus high
energy resolution during pulse amplification. After the ADC has digitized the pulse, the time
constants are switched to shorter times to rapidly restore the ampilifier to the baseline level. The
processor is then ready to accept a second pulse much sooner than it would be with the
conventional system described above. This device can double the maximum throughput rate and
modifications to this processor have been used to improve pulse pileup rejection for the low energy
x-rays obtained with UTW and windowless detectors [12]. Although it is still wise to use low
count rates to obtain the best spectra for very low energy x-rays [13].

High speed beam blanking may be used to obtain etfective pileup rejection at even higher
count rates [36]. Elecwostatic switching of the electron beam to and from a position on an aperture
at megahertz frequencies can allow recording of x-ray pulses at about three times the normal rate
[37]. For ficld-emission AEMs generanng electron beams of extreme'y high current density, this
method has the advantage of reducing electron beam damage at the same time.

f) EDS Dectector-Microscope Interface

Detector Performance. All guaranteed detector energy resolution specifications are
measured by exciting the detector with Mn K x-ravs from an Fe35 source when the detector is
removed from the microscope. The energy resolution performance when the EDS system is
operated as part of a tunctuoning AEM is generally worse than that measured on the bench. In
addition, the ctfects of microphonics. ground loops, detector window contamination, spurious x-
rays generated remotely trom the beam, hugh tluxes of x-rays and electrons, electromagnetic



interference, and amplificr saturation may also hamper X-ray microanalysis in an operating AEM
[38]. Rather than merely attaching an EDS detectorto a TEM in any fashion that will fit into the
objective lens, considerably better AEM X-rdy pertormance would be obtained if the entire

MmICroscope were designed around the optimum EDS detector-specimen arrangement [39].

Solid Angle of X-ray Collection, The minimum mass fraction (MMF) of one
element detectable in another decreases with increasing peak-to-background ratio (P/B) and
increasing peak intensity (P). To increase the number of x-ray counts (P) detected from a
specimen, either the current In the electron probe must be increased, usually at the expense of
analytical spatial resolution (40], or the collection an gle of the x-ray detector must be increased.

Since increasing the current density in the electron probe will also increase electron beam damage

configurations with narrow £aps 10 provide the highest image resolution. It js interesting to
consider whether an increased X-ray signal may be obtained by enlarging the polepiece gap and
placing the x-ray detector closer to the specimen even though the probe current onto the specimen
will decrease due to the larger spherical aberration coefficient.

The peak-to-background rato expected from a thin specimen in an AEM increases with x-
ray take-off angle (41]. As the collection angle is increased to high values, the take-off angle
becomes less well-defined making quantitative analysis employing an absorption correction less
accurate. This problem can be avoided if the detector is designed to retract from specimen along a

Wavclcngth-dispcrsivc X-1ay spectrometers (WDSs) play an imporant role in X-ray
fluorescence measurements at 1 spaual resolution of 3 few mullimeters and in the electron probe
microanalyzer (EPMA) at 2 spatal resolution of 3 few micrometers (9]. The advantages of WDS
over EDS are: a) better energy resolution to unravei the pathological peak overlaps that plague
EDS, b) better peak-to-back ground capability to detect smaller amounts of elements, and c) berter
detection of light elements by crystal diffraction rather than solely through a dependence upon
electronics as in the EDS case. Generally, WDS systems have not been applied to AEMs for high
spaual resolution analysis because of their traditionally low X-ray collection efficiency compared to
that of EDS detectors. The advantages of the WDS, however, may make it an attractive
complement to the EDS in future AE Ms, Only WDS designs compact enough to be placed inside
an AEM specimen stage, for improved collection ctliciency, are reviewed here.

a) Spectrometer Designs

Focusing Crystal Spectrometers. Most WDS systems used in the EPMA rely upon
fully focusing crystal x-ray optics [42,43] rather than semi-focusing optics [44,45]. This is largely
because most EPMAs are des; gned to have considerable room around the specimen to locate large,
and often complex, X-ray optical devices for optimal spectral re- olution. The large dimensions of
these spectrometers also simplify the fabrication of precisely bent (Johann optics) or bent and
ground (Johansson optics) analyzing crystals. The large tocusing circles (10-20 cm radius) of
these WDS units are largely responsible for their small solid angle of X-ray collection, typically
0.0001-0.001 steradians. To increase the x-ray collection etficiency, a double-focusing effect may
be obtained by bending the crystal planes to a radius 2R in two directions or doubly bending 1o 2R
and grinding 10 a spherical shape of radius R on the inner surtace [46]. For the latter configuration
of a doubly-bent Johansson crystal, the diverging X-ray beam from the specimen makes the
appropriate Bragg angle with the crvstal over its entire surtace. Fabrication of these special
crystals out ot germanium has been demonstrated [47] as shown in Figure 9, By using a crystal



of this type, and at the same tme reducing the size of the focusing circle, a WDS of high efficiency
could be constructed for use in an AEM [48].

Synthetic Multilayer Analyzing Crystals. Conventional analyzing crystals include
several natural crystals (LiF, quartz, etc.) of various d-values to disperse the various X-ray

wavelengths (energies) according to Bragg's Law: n\ = 2dsin6. For the low energy x-rays of
light elements, fragile soap film ‘crystals' of large d-value are traditionally used. With the advent

These devices consist of alternating layers of a heavy metal and a light element, e.g., W-Si. By
optimizing the heavy metal layer spacing in these structures, diffracted intensities can be 2-3 times
higher for oxygen x-rays than when using lead stearate soap film ‘crystals', however, the energy
resolution obtained is somewhat poorer [50,51].

Other Spectrometer Designs. Another compact spectrometer that has been used is one
in which a flexible crystal such as mica is mechanically bent such that the focusing circle radius

varies as a function of 6 [52]. This system has the advantage that a flexible synthetic multilayer

An x-ray detector for a small UHV-compatible WDS unit to be used inside a modern AEM
must be efficient, have modest energy resolution (<1000 e V) at room temperature, and preferably
should be bakable to at least 1) C. Traditional sealed gas proportional detectors provide
considerable gas gain and might be made compatible with UHV by using an x-ray window similar
to that of the Kevex 'Quantum'’ detector. But the small size required for the AEM may restrict the
achievable detector voltage (and gas gain), and the device may not be bakable. Modem
construction technologies could shrink the scinu'llation-photomultiplier detector 10 a useable size,
but absorption of soft X-rays by the casing of the phosphor have usually limited scintillaton
counters to energies > 4 keV [54]. Silicon detectors usually are not operated at room temperature
as shown in Table 1. However, lon-implanted Si detectors have been developed with 1.3 keV
energy resolution for 14.4 keV at room temperature [55]. This resolution should be adequate for
separating overlapping orders of diffraction n. For the inside of an AEM, a properly encapsulated
Hgl, detector may also be possible since it is small, efficient, and has excellent energy resolution at
room temperature.

4. Conclusion

Focused electron beams offer the best opponuniiy for high spatal resolution analysis using
X-Tay emission spectroscopy. Curren;ly, the Si(L1) EDS system is by far the most widely used

Spectrometer on analytical electron microscopes, however, future AEMs may employ both an

detection of lignt elements. The advantages of the WDS system make it an attracave additional
complement to the Si(Li) detector on an AEM. Design of these spectrometers and the MmICroscope
together should result in an AEM optimized primarily for high spatial resolution x-ray emission
Spectroscopy.
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Table 1: Comparison of Semiconductor X-ray Detector Materials

Characteristic Intrinsic Ge Lithium-drifted Si Hgl,
Energy resolution
Typical 140 eV 150eVv 250 eV
Current best 118 [29] 127 [16] 225 [33]
Energy required to form 29eV [11] 3.8eV [8] 4.2eV [32]
electron-hole pairs T7K) (77 K) (300 K)
Band gap energy 0.67 eV l.1eV 2.1eV
Cooling required LN, or LN-,or Thermoelectric
thermoeiectric thermoelectric or none
Typical detector active area 10-30 mm? 10-30 mm? 5 mm?



Figure Captions

Fig.l. Cross-section of a groove-type Si(Li) detector crystal (from Statham (12], courtesy J.
Microscopy).

Fig.2. Spectrum of a thin sputtered Cr film [17] from a windowless Si(Li) detector. The extma
peaks are from the noise peak (0 eV), carbon (280 eV) from the support film, and copper
(8.04 keV) from the support grid (courtesy J.R. Michael).

Fig.3. Carbon K, oxygen K, and nickel L peaks before detector warmup (solid curve) and after
warming detector crystal to about 70-80°C (dotted curve). The nickel K-lines were of
equal intensity for each curve. This change in absorption characteristics corresponds to an
ice layer 3um thick built up over a period of one year (courtesy J.R. Michael).

Fig.4. Low energy efficiency calculated for a windowless detector (curve a) [56], a conventional
ultra-thin window detector (curve b) [57], the Kevex Quantum window (curve c) (58], and
a conventional Be window detector (curve d) [58]. Absorption edges have been omitted
for clarity.

Fig.5. Highenergy efficiency calculated for Si(Li) and intrinsic Ge detectors. Detector thickness
assumed to be 3 mm in both cases [59].

Fig.6. Lead Ky and K lines from lead silicate glass analyzed in a 200 kV AEM with an
intrinsic Ge detector [27] (courtesy San Francisco Press).

Fig.7. Low energy peaks detected with an intrinsic Ge detector showing a low level of incomplete
charge collection {29].

Fig.8. Boron Kq peak collected with an intrinsic Ge detector (courtesy Link Systems).

Fig.9. Schematic diagram of a doubly-bent diffracting crystal for a wavelength-dispersive
spectrometer [46].
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